Continuous real time endotracheal tube cuff pressure waveform.
Endotracheal tube cuff pressure monitoring is one of the standard degrees of care afforded to anesthetized patients in the operative theater. Traditional pressure transducer when used to monitor cuff pressure provides real time continuous sine wave pressure waveform which has not been described in literature so far. This unique waveform needs to be further processed and evaluated to check its utility in airway pressure monitoring.